Lucid

This is to certify that the optical output of the:

SENSORNET LR-DTS Temperature Sensing System:
(Variants Mark 1, Mark 2a and Mark 2b)

Meets the requirements stated in IEC 60825-1:2001
for laser product classification:

Class 1M

Analysis of the system against the IEC 60825-1:2001 laser safety standard is
detailed in report No. Lucid 2004/02/Sensornet/01 by Lucid Optical Services
Ltd.

Test performed: 29/7/2004
Certificate number: 2006/06/Sensornet/01
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Dr Annette Colton,
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Lucid Optical Services Ltd., registered office: Lucid Training Centre, Garsdale, Sedbergh, LA10 5PE, U.K. Registered in England no. 3687349




